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      CERTIFICATE OF CONFORMITY  
 
 

1. HAZARDOUS LOCATION ELECTRICAL EQUIPMENT PER CANADIAN REQUIREMENTS 

2. Certificate No: FM21CA0007X 

3. Equipment: 
(Type Reference and Name) 
 

Genesis Model ED1, ED2 High Performance  
Emulsion Detector Transmitter 

4. Name of Listing Company: 
 

AMETEK Magnetrol USA, LLC 

5. Address of Listing Company: 705 Enterprise Street 
Aurora, IL  60504 
USA 
 

6. The examination and test results are recorded in confidential report number: 
 

PR458732 dated 14th October 2021 

7. FM Approvals LLC, certifies that the equipment described has been found to comply with the following Approval 
standards and other documents: 

 
CAN/CSA-C22.2 No. 213-17, CSA-C22.2 No. 60079-0:2019, CAN/CSA-C22.2 No. 60079-1:2016, 

CAN/CSA C22.2 No. 60079-7:2018, CAN/CSA C22.2 No. 60079-11:2014,  
CAN/CSA-C22.2 No. 61010-1:2012, CSA C22.2 No. 0.4:2017, CSA C22.2 No. 0.5:2016,  

CSA C22.2 No. 25:2017, CSA C22.2 No. 30:R2016, CSA C22.2 No. 94:2011,  
CAN/CSA C22.2 No. 60529:2010 

 
8. If the sign ‘X’ is placed after the certificate number, it indicates that the equipment is subject to specific 

conditions of use specified in the schedule to this certificate. 

9. This certificate relates to the design, examination and testing of the products specified herein. The FM 
Approvals surveillance audit program has further determined that the manufacturing processes and quality 
control procedures in place are satisfactory to manufacture the product as examined, tested and Approved. 
 
 
 
 
 

Certificate issued by:   

   
 
09 June 2022 

J. E. Marquedant 
VP, Manager - Electrical Systems 

Date 
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10. Equipment Ratings: 
 
ED1-211a-b1c Transmitter, ED2-210a-b1c Transmitter 

Associated Intrinsically Safe for connection to Class I, II, III, Division 1, Groups C, D, E, F, G  

T4, Ta = -40°C to +70°C; Type 4X, IP67 

Explosionproof for use in Class I, Division 1, Groups B, C and D; hazardous locations; 

T4, Ta = -40°C to +70°C; Type 4X, IP67 

Nonincendive for use in Class I, Division 2 Groups A, B, C, and D hazardous locations, indoors and 
outdoors;  

T4, Ta = -40°C to +70°C; Type 4X, IP67 

Dust-ignitionproof for use in Class II, Division 1, Groups E, F and G; Class III, Division 1; 

T4, Ta = -40°C to +70°C; Type 4X, IP67 

Flameproof apparatus with an intrinsically safe output Ex db [ia IIB Ga] IIB+H2 T4 Gb hazardous 
locations,  

T4, Ta = -40°C to +70°C; Type 4X, IP67 

Increased safety protection with an intrinsically safe output Ex ec [ia IIB Ga] IIC T4 Gc; 

T4, Ta = -15°C to +70°C; Type 4X, IP67 

 

7ab-cde0-A2f-g0-hij Probe 

Intrinsically Safe for use in Class I, II, III, Division 1, Groups C and D hazardous locations T6…T1, Ta =-

40°C to +70°C; Type 4X, IP67; 

Intrinsically Safe Ex ia IIB T6…T1 Ga;  

T6…T1, Ta =-40°C to +70°C; Type 4X, IP67; 
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11. The marking of the equipment shall include: 
  

ED1-210a-b1c Transmitter, ED2-210a-b1c Transmitter  

Class I, Division 1, Groups B, C and D; T4 Ta = -40ºC to +70ºC 

Intrinsically Safe Connections to Class I, II, III, Division 1, Groups C, D, E, F and G; T4 Ta = -40ºC to +70ºC 

Class I, Division 2, Groups A, B, C, D, T4 Ta = -40ºC to +70ºC 

Class II, III, Division 1 Groups E, F, G, T4 Ta = -40ºC to +70ºC 

Ex db [ia IIB Ga] IIB +H2 T4 Gb Ta = -40ºC to +70ºC 

Ex ec [ia IIB Ga] IIC T4 Gc Ta = -15ºC to +70ºC 

 

Pab-cde0-A0f-gh-ijk Probe 

Intrinsically Safe Class I, II, III, Division 1, Groups C, D, E, F and G; T6…T1  Ta = -40ºC to +70ºC 

Ex ia IIB T6…T1 Ga Ta = -40ºC to +70ºC 

 

12. Description of Equipment: 

 The Genesis Model ED1 and ED2 Emulsion Detectors are advanced transmitters that effectively 
measures 3 phases of liquids. These three phases are defined as the total level, top of emulsion and 
bottom of emulsion. Additional measurement of foam level and sand accumilation can also be made. 
 
The Genesis Model ED1 and ED2 are comprised of three parts: main electronics, remote cable, and probe 
assembly. The probe assembly includes integrated electronics tied directly to a probe. 
 
The Genesis Model ED1 and ED2 are advanced transmitters with separate outputs. They use a nominal 
input voltage of 24 VDC and provides four analog 4-20mA loops outputs with one of the loops providing 
HART digital communication.  
 
The Genesis Model ED1 and ED2 main electronics are housed in a dual compartment enclosure. Power 
wiring and electronics are contained in separate compartments.. The main electronics connection to the 
remote electronics, will be an explosion proof connector that holds 4 wires. The 4 wires will be intrinsically 
safe outputs from the main electronics and consist of a 5V power supply (power/ground) and 2 wire RS485 
communication lines. 
 
The Genesis Model ED1 and ED2 remote cables each consist of 4 wires being housed in flexible conduit with 
custom connectors to the main housing and probe assembly. The standard remote cable lengths will be 25’, 
50’, and 100’ with the design supporting a maximum of 150’.  
 
The Genesis Model ED1 and ED2 probe assemblies each consist of a probe electronics housing integrally 
mounted on probe. The probe electronics consist of two separate boards, one that is responsible for digital 
communication/power and the second for TDR measurements. Two probe configurations are being used, which 
include a 5-conductor probe and a coaxial probe. 
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Ratings –  
T6…T1 temperature code for the probe is defined by the following table: 
 

Process 
Temperature 

Temperature Code 

≤ 75°C T6 

75°C to 90°C T5 

90°C to 120°C T4 

125°C to 185°C T3 

185°C to 285°C T2 

285°C to 435°C T1 

 
 The Genesis Model ED1 and ED2 are rated for an ingress protection of Type 4X and IP67. 
 
Electrical data: 
The transmitter is powered by a safety extra-low voltage (SELV) supply 
Um ≤ 30Vdc, Vnom = 24Vdc, INom = 133.6mA 
 
ED1-210a-b1c Eclipse Guided Wave Radar (GWR) Level Transmitter (down-stream) 
ED2-210a-b1c Eclipse Guided Wave Radar (GWR) Level Transmitter (up-stream  
a = Accessories = A, B, C or D 
b = Classification = 3 or C 
c = Conduit Connection = 0 or 1 
 
Pab-cde0-A0f-gh-ijk Probe Model Number 
a = Units of Measure= E or M 
b = Configuration = F or C 
c = Flange Size = (when Digit 5 = 3, 4, 5, 6, K or L): 5, 6 or 7  
                             (when Digit 5 = A, B, C, D, E or F): E, F or G  
d = Flange Type = (when Digit 4 = 5, 6 or 7): 3, 4 or 5;  
                              (when Digit 4 = 7):K 
                              (when Digit 4 = E, F or G): A, B, D, E or F                       
e = Construction codes = 0, K, L, M or N 
f = O-Ring material = 0, 2, 8 or A 
g = Probe Type = 0 or 1 
h = remote housing material = 1 or 2 
ijk = Insertion length = Available when digit 2 = A: One inch increments 020 thru 120;  
                                    Available when digit 2 = C: One centimeter incremements 050 thru 610 
 

  
13. Specific Conditions of Use: 

 
Transmitter 

 

 1. The flamepaths of the equipment are not intended to be repaired.  Consult the manufacturer if repair of the 
flamepath joints is necessary. 

2. Refer to the manufacturer’s instructions to reduce the potential of an electrostatic charging hazard on the 
equipment enclosure. 
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3. The transmitter shall be connected to a safety extra low-voltage circuit (SELV) with Um ≤ 30V 
Probe 
1. Refer to the manufacturer’s instructions to reduce the potential of an electrostatic charging hazard on the   

equipment enclosure. 
 

  
14. Test and Assessment Procedure and Conditions: 

 This Certificate has been issued in accordance with FM Approvals Canadian Certification Scheme.  

  
15. Schedule Drawings 

 A copy of the technical documentation has been kept by FM Approvals. 

  
16. Certificate History 

 
Details of the supplements to this certificate are described below: 
 

 Date Description 

 14th October 2021 Original Issue. 

 9th June 2022 

Supplement 1: 
Report Reference: RR232716 dated 9th June 2022. 
Description of the Change:  (1) Addition of option ED2, which is a minor firmware 
change not affecting safety. (2) Company name change in section 4. 

 
 
 


